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Safety 

English	 This information is also available in English and French . Fori further information please contact your 
local Agfa office. 

Deutsch Diese Information ist auch in englischer und tranzoslscher Sprache lieferbar. Falls Sie hierzu noch 
Fragen haben, wenden Sie sich bitte an Ihre ortl iche Agfa-Niederlassung.

I 
Francais Cette Information est egalement disponible en engla is francais et en allemand. Pour toutes questions 

ace sujet , veuillez consulter votre filiale Agfa locale. i 
Italiano	 Queste informazioni sono disponibili anche nelle Iingue inglese e francese. Per ulter iori informazioni 

o chiarimenti in merito . Vi preghiamo di rivolger Vi alia succursale Agfa della Vostra zona. 
I 

Nederlands	 Deze informatie is ook in het Frans en het Engels verkriiqbaar. Voor eventuele verdere vragen wendt 
u zich a.u.b. tot uur lokale Agfa vertegen woordiging. 

Espafiol Esta informacion tambien es disponible en ingles yen frances. Para consultas pertinentes, dirfjase 
asu distribuidor AGFA local. ! 

I 

Please observe the safety precautions set out below at all times:
I 

General safety precautions 

•	 Please study the safety and information sheets for the chemicals carefully and heed the safety 
instructions. : 

•	 Follow the instructions on the chemical containers. 

•	 Always ensure adequate air circulation, in order to prevent high concentrations of chemical
I 

vapors. The air must be replaced at a rate per hour correspondlnq to ten times the volume of 
the room. For further information please contact your local AGFA office.

r 

•	 Never deactivate any built-in safety devices. 

•	 All troubleshooting work and rectification of defects must b~ carried out by service technicians 
authorized by AGFA. I . 

Safety precautions when cleaning the processor 

•	 Please study the safety information contained in the safety data sheets carefully before
I 

cleaning the machine. These data sheets can be supplied on request for the relevant 
chemicals,Le. for the baths and the cleaning agents. The instructlons set out in them must be 
heeded at all times. I 

•	 Always wear rubber or plastic gloves when working with chemicals. Should any chemicals come 
. into contact with your skin, rinse the affected areas thoroughly and immediately in water; do not 
use soap. I 

•	 Always wear goggles to protect your eyes from spattering chemicals. Should any chemicals 
. come into contact with your eyes despite this precaution, rin 'se them thoroughly and
 
immediately in cold water and consult an ophthalmologist. l
 

osal lot chemicals. 
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System requirements 

All data mentioned in the installation planning instructions; refer to the film processor. 

I 

The following system components must be considered in ~he planning: 

Chemical supply (mixer or replenisher tanks) I 
Chemical disposal (disposal tanks or centralised disposal)

I 
Depending on the customer demand the film processor can be combined with accessories
(devices) . I

I 

The installation planning must consider the respective configuration (e.g. with mixer). 

Construction planning 

Dimensions 
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All dimensions above in cm . 
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Access for repair and maintainance 

Minimum space I Optimum space 

Free space as shown in the drawing must be reserved for ma ntenance and repair. 

Optimum space: We recommend to plan on the free space I s shown in the drawing. 

Minimum space: The minimum space marked in the drawing pelow is an absolute minimum. 

I 
Film feed directionI 
(feed table) 

1:::::::::::::::: Minimum space
100 

Optimum space
I 
I 
I 

60 

I 
I 
I 
I 
I 
I 

I 

60 

Transport path 

It must be possible to transport the film processor through aliihallways and doors up to the 
installation site. The minimum doorwith must be at least 67 cm (width of the processor + 1 
cm per side). I 

1 
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Supply and disposal connections below the machine 
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1 Film feed direction (feed table) 
2 Developer tank 
3 Intermediate wash tank 
4 Fixer tank 
5 Main wash tank 
* Connection piece 
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A Developer drain/overflow (red) 
B Water drain/overflow 

(Intermediate wash) 
C Anti-alg~e solenoid connection 

(Intermediate wash) 
D Fixer drain/overflow (blue) 
E Water drain/overflow 

(Main wash) 
F Anti-alqae solenoid connection 

(Main wash) 
G Waters ~pply (Main wash) 
H Water supply (Intermediate wash) 
I Replenisher supply fixer (blue) 
K Replenisher supply developer (red) 


